1.. Introduction
================

Data compression schemes are required for the effective storage and transmission of large medical digital data archived datasets, Picture Archiving and Communications Systems (PACS), telemedicine networks and Radiology Information Systems (RIS) \[[@r1], [@r2]\].

The lossless or lossy schemes had applied to different image compression techniques \[[@r3]-[@r5]\]. The lossless scheme allows full recovery of the original data from the compressed image version but only achieves a maximum compression ratio of about 2 to 4 (CR: compression ratio = size of original/size of compressed image) \[[@r2]\]. The lossy compression method has a great effect on both the space savings and transmission speed at higher CR but at the expense of image quality. However, the original reconstructed images cannot be fully recovered after reconstruction \[[@r2]\].

Many studies have been devoted to medical image quality evaluation for the decline in image quality acceptance level or the development of lossy digital image compression techniques \[[@r6]-[@r9]\]. Subjective and objective metrics were both extensively used to evaluate medical image compression quality performance. These metrics include receiver operating characteristics (*ROC*) or mean opinion score (*MOS*) for subjective and mean square error (*MSE*) or peak signal to noise ratio (*PSNR*) for objective metrics.

The objective methods are based on mathematical formulas that calculate the changes between the original and compressed images. A reconstructed image has good quality if the discrepancy between the compressed and original image is small. Objective scheme image quality estimation metrics are simple, fast and convenient. However, most of these metrics do not correlate well with human vision results \[[@r10]\]. The ROC analysis is a method for subjectively evaluating image quality. Radiologists were asked to review the manipulated images with or without an abnormality to provide a binary decision along with their degree of certainty \[[@r11]\]. The diagnostic accuracies of these images were then compared with that of the original images. A typical ROC study would require more than 300 images to obtain a statistically significant result \[[@r12]\]. This analysis is expensive and time-consuming but the subjective scheme provides final image quality judgments. Therefore, the simple and convenient objective image quality metrics would be more effective if these calculations were closer to the human vision results.

A previous study \[[@r9]\] evaluated image quality using three radiologists after image compression and transmission. They found that, for lossy image compression, the high-contrast resolution regions in the compressed image did not decrease at CR of around 10 and 20. There was a loss in the low contrast resolution areas at 1% and 5% modulation, corresponding to 10:1 and 20:1 compression, respectively. This paper indicated that the lossy image compression produces different results in diverse contrast areas. The low contrast areas presented declined image quality more than the high contrast regions using equal CR.

Shiao *et al.* also found that the *PSNR* showed different results in each high or low contrast area in a SMPTE (Society of Motion Picture and Television Engineers) test pattern \[[@r13]\]. The *PSNR* discrepancies increase corresponding to the increasing contrast between the JPEG and JPEG2000 image compression algorithms \[[@r13]\]. In the high contrast areas the JPEG2000 *PSNR* showed bigger discrepancies to JPEG than the low contrast areas produced using equal CR. They found that, "the differences in *PSNR* curves between JPEG and JJ2000 in the high contrast areas were greater than those in the low contrast areas". The contrast affects the image compression results if the image quality is estimated using *PSNR* \[[@r13]\].

"Information preserving" is a term suggested by the American College of Radiology and the National Electrical Manufacturers Association (ACR-NEMA). Compression is defined as information preserving if the resulting image retains all of the significant information in the original image \[[@r14], [@r15]\]. The information preserving measurement is based on subjective points.

Mutual information calculations (*MI*) were recently used as an image quality indicator in Radiology. Tsai *et al.* and Matsuyama *et al.* used *MI* as a measure to express the amount of information that an output image contains in comparison to an input object on an X-ray imaging system \[[@r16], [@r17]\]. The *MI* was used to evaluate the performances of a medical imaging system in their studies. The *MI* is an information variation estimation based on objective points. This calculation process was developed for evaluating an original image against a lossy compression image.

Sheikh and Bovik measured *MI* as a quality index between the source and distorted images and compared to a subjective study \[[@r18]\]. Their report showed the *MI* measurement method outperforms recent state-of-the-art image QA algorithms. *MI* originated from information theory and has been used as an effective similarity metric in medical image registration tasks and template matching schemes, and as feature selection criterion in computer-aided detection \[[@r19]-[@r21]\].

*MI* was used as an image quality index for medical images. The amount of reduced information associated with an original image after compression, the difference in the information preservation is equal to the *MI* value. The greater the *MI* value, the better the image quality is and the greater the information preserved in the image. Does the information preservation estimation correspond to the previous subjective study?

This study first measured the *PSNR* and *MI* to correspond to a previous human vision test on SMPTE electronic phantom. *MI* is applied in this work to three medical modalities in different contrast regions and makes a comparison with *PSNR*. The average gray and contrast values were introduced to *PSNR* and *MI* as weighted *PSNR* and weighted *MI*. Both *W-PSNR* and *W-MI* showed that they can discriminate between each contrast area corresponding to the image compression ratios and the series of lines are equal to the contrast values.

2.. Materials and Methods
=========================

**A** and **B** represent the original and reconstructed image, respectively. The pixel values are denoted as ***P~A~*** and ***P~B~***, respectively.

2.1.. Mutual Information
------------------------

*MI* is a basic concept in information theory. It has been applied for the registration of multimodal medical images and evaluated as the medical imaging system performance value. The algorithm definition is presented in the literature \[[@r22]\].

Given events *s~1~,s~2~,......,s~n~* occurring with probabilities *p~1~, p~2~,......, p~n~,* the Shannon entropy *H* is defined as \[[@r23]\]:

$H\left( {p_{1},p_{2},\ldots\ldots,p_{n}} \right) = {\sum\limits_{j = 1}^{n}{p_{j}{\mathit{\log}_{2}p_{j}}}}$ (1).

Considering **A** and **B** as two random variables corresponding to an original image and a reconstructed image, the entropy for these images are denoted as *H(P****~A~****)* and *H(P****~B~****)*, respectively. For this case the *MI* can be defined as:

$\text{MI}\left( {\text{P}_{\text{A}}\text{;P}_{\text{B}}} \right)\text{=H}\left( \text{P}_{\text{A}} \right)\text{-H}_{\text{P}_{\text{B}}}\left( \text{P}_{\text{A}} \right)\text{=H}\left( \text{P}_{\text{B}} \right){- \text{H}}_{\text{P}_{\text{A}}}\left( \text{P}_{\text{B}} \right)\text{=H}\left( \text{P}_{\text{A}} \right)\text{+H}\left( \text{P}_{\text{B}} \right)\text{-H}\left( {\text{P}_{\text{A}}\text{,P}_{\text{B}}} \right)$ (2*)*

where *H(P~A~,P~B~)* is the joint entropy, and *H~PA~ (P~B~)* and *H~PB~(P~A~)* are conditional entropies. The *MI* conveys the amount of information that output *P~B~* has about input *P~A~*. A higher *MI* means lower information loss.

2.2.. PSNR
----------

The *PSNR* is a measure that indicates how "close" one image is to another. This measured error metric is:

$PSNR(dB) = 10\log_{10}\left\lbrack \frac{{(2^{n} - 1)}^{2}}{\frac{1}{N}{\sum\limits_{i}{\lbrack P_{\text{A}}(i) - P_{B}(i)\rbrack}^{2}}} \right\rbrack$ (3)

where *n* is the depth of the bits in a pixel.

This index has generally been widely used to estimate reconstruction quality for lossy image compression algorithms. *PSNR* is an approximation to the human vision evaluations of reconstruction quality. Articles suggest that *PSNR* in lossy images with video compression are typically between 30 to 50 dB \[[@r24], [@r25]\].

2.3.. Images
------------

In this study a SMPTE electronic phantom test pattern was selected to verify the *PSNR* and *MI* results. Gaussian noise (μ=100, σ=20) was added to the test pattern to simulate real medical images.

Three common radiological images were used in this study: a CT body image (tomographic x-ray image), a chest image from Computed Radiography (projected x-ray image,CRX) and a MR head image (tomographic intensity image). The CT data were from a series of 3D studies produced using a GE 9800 scanner with a 512 × 512 image size 12 bits deep. The CRX image was from an AGFA ADC-51 CR system with a 2048×2494 image size 12 bits deep. The MR image was produced using a GE Signal 1.5 T scanner with a 512×512 image size 12 bits deep. These images were chosen randomly from a PACS system at a general hospital in Central Taiwan. [Fig. (**[](#F1){ref-type="fig"}**)](#F1){ref-type="fig"} shows these images.

2.4.. Image Compression Algorithms
----------------------------------

JPEG2000 medical image compression software, JJ2000 (version 4.1, available on the Internet at <http://jj2000.epfl.ch>) was used in this study.

2.5.. Contrast
--------------

The contrast *C* of a periodic pattern such as a sinusoidal grating is measured with the Michelson formula \[[@r26], [@r27]\]:

$C = \frac{L_{max} - L_{min}}{L_{max} + L_{min}}$ (4)

where *L~max~* and *L~min~* are the maximum and minimum luminance values in the gratings, respectively.

3.. Results
===========

Images were first compressed at ten different CRs, each based on a "Q" option provided by JJ2000. Following that, the quality of the reconstructed images was evaluated using the above algorithms.

Four different positions each with a size of 70 × 70 pixels in the image were chosen and cropped. Because a striped SMPTE pattern is around 65 pixels in width, these areas were selected visually based on their different contrasts. These areas were then cropped to measure their *PSNR* and *MI* at various CR. The selected areas are shown in [Figs. (**[2](#F2){ref-type="fig"}**](#F2){ref-type="fig"}**-**[**[5](#F5){ref-type="fig"}**](#F5){ref-type="fig"}).

The contrast of each croped region was measured using equation (4). To avoid the extreme contrast in selected areas, *L~max~* and *L~min~* were measured by averaging the 1% top and lowest pixel values in each selected area, respectively. The contrasts (*C*) of the selected areas for the various modalities are shown in Tables **[1](#T1){ref-type="table"}** and **[2](#T2){ref-type="table"}**. The "a, b, c, d " in these two tables correspond to each a, b, c, d subfigures in [Figs. (**[2](#F2){ref-type="fig"}**](#F2){ref-type="fig"}**-**[**[5](#F5){ref-type="fig"}**](#F5){ref-type="fig"}).

3.1.. The SMPTE
---------------

A higher *C* value corresponds to a higher contrast in the image. [Fig. (**[2a](#F2){ref-type="fig"}**)](#F2){ref-type="fig"} has the highest *C* and 2(b) is the lowest. The contrast sequence is a \> d \> c \> b as noted in Table **[1](#T1){ref-type="table"}**. The *PSNR* and *MI* measurements, respectively, on ten different CR for the croped areas in [Fig. (**[2](#F2){ref-type="fig"}**)](#F2){ref-type="fig"} were performed and shown in [Fig. (**[3](#F3){ref-type="fig"}**)](#F3){ref-type="fig"}. The *PSNR* and *MI* trends are the same which explains that *MI* can be used as a image quality index for image compression. The *PSNR* are totally merged and any areas can be distinguished. In contrast, the *MI* differantiation results for each contrast area and the series of lines  (a \> d \> c \> b) are equal to the contrast values shown in Table **[1](#T1){ref-type="table"}**. This shows tha, the *MI* method can detect different contrast areas and the high-contrast resolution regions of the compressed image are decreased in quality less. This is also consistent with the suggestion in a previous report \[[@r9]\].

3.2.. Medical Images
--------------------

[Fig. (**[4a](#F4){ref-type="fig"}**)](#F4){ref-type="fig"} produced highest *C* with the CT modality and (**4c**) was lowest as noted in Table **[2](#T2){ref-type="table"}** and also in [Fig. (**[4](#F4){ref-type="fig"}**)](#F4){ref-type="fig"}. These are the same as the visual results. The same areas in the MR modality (a) had highest and (b) lowest and (c), (d) were in the middle and around the same. For the CRX modality the *C* values in four selcted areas were nearly the same, relatively area (d) was lower as noted in Table **[2](#T2){ref-type="table"}** and [Fig. (**[6](#F6){ref-type="fig"}**)](#F6){ref-type="fig"}. The CRX and CT images were formed using x-ray projection. X-ray contrasts are inherently smaller than those in tomographic images. The CT contrast is higher than CRX but it was not as good as that in the MR images. MR is an intense image with the biggest contrast.

The *PSNRs* for the three modalities are shown in the upper part of [Figs. (**[7](#F7){ref-type="fig"}**](#F7){ref-type="fig"}, [**[8](#F8){ref-type="fig"}**](#F8){ref-type="fig"} and [**[9](#F9){ref-type="fig"}**](#F9){ref-type="fig"}), respectively. All *PSNR* lines are obviously not in response to the variations in contrast in the selected image areas, as noted in these Figures. In the low CR regions (*i.e*. CR\< 20) the *PSNRs* are almost joined. The lines in [Fig. (**[8](#F8){ref-type="fig"}**)](#F8){ref-type="fig"} (up) show that the *PSNR* for lines (b) and (c) are the same but area (b) has lowest *C* value in the MR images in Table **[2](#T2){ref-type="table"}**. The *PSNR* cannot detect lossy compression differneces in different contrast regions.

The *MI* for the three modalities is shown in the lower part of [Figs. (**[7](#F7){ref-type="fig"}**](#F7){ref-type="fig"}-[**[9](#F9){ref-type="fig"}**](#F9){ref-type="fig"}) respectively. All *MI* lines respond to the variations in contrast in the selected image areas, as noted in these Figures. The CT area (a) has the highest contrast and (c) has the lowest, as in Table **[2](#T2){ref-type="table"}**, which corresponds to the top and bottom *MI* lines (line a and line c) in [Fig. (**[7](#F7){ref-type="fig"}**)](#F7){ref-type="fig"} (down). The high contrast areas present less quality decline and higher *MI,* which corresponds to subjective vision. The image qualities declined in the low contrast areas more than in the high contrast regions using equal CR. The *MI* calculation obviously complies with the human visual system, in this image.

The MR image in [Fig. (**[8](#F8){ref-type="fig"}**)](#F8){ref-type="fig"} (down) line (a) at the top presents the highest contrast area *MI*. MR (a) has the top *C* value as shown in Table **[2](#T2){ref-type="table"}**. In contrast, the smallest *C* in the MR image is area (b). The *MI* line is on the bottom as shown in [Fig. (**[8](#F8){ref-type="fig"}**)](#F8){ref-type="fig"} (down). The *MI* measures are better than *PSNR* and correspond to the previous work \[[@r9]\].

In [Fig. (**[9](#F9){ref-type="fig"}**)](#F9){ref-type="fig"} (down) for the CRX image, the top *MI* (line a) has the top *C* value as shown in Table **[2](#T2){ref-type="table"}**. The CRX image contrast is low and presents no diversity. The *MI* measurement effectiveness was pooled in the CRX image, which was not the same as those in the CT and MR.

4.. Discussion
==============

4.1.. Gray Level and Contrast
-----------------------------

The *MI* measurements in SMPTE can distinguish between the high and low contrast areas against equal image compression ratios. This effect is consistent with the human vision test that the high contrast areas were less distorted than in low areas using equal CR \[9\]. However, the *PSNR* results did not show any discrimination between different contrast regions.

Shiao *et al.* found that Universal Quality Index (UQI) measurements \[[@r10]\] depended on the average pixel values and variances in pixels in the window. The gray-level of pixels plays a role in the UQI estimation and causes a shift in image quality if the pixel gray-levels vary \[[@r13]\]. The average pixel values of four cropped areas for SMPTE are 1107 to 1146, for CT are 1703 to 2197. For MR the values are 213 to 381, and for CRX 1650 to 2451. The CRX image has a wild gray level variation span and the SMPTE variation span narrower. Because the contrast is also a function of the top and bottom gray levels in each window, as noted in equation (4). Both pixel values and the contrast in the cropped area may play roles in the *PSNR* and *MI* measurements.

4.2.. Weighing by Gray Level and Contrast
-----------------------------------------

A "weighed *PSNR*" (*W-PSNR*) can be created using *PSNR* multiplied by the inverse mean gray value and contrast (*C*) of a cropped area. [Fig. (**[10](#F10){ref-type="fig"}**)](#F10){ref-type="fig"} shows the trends of each *W-PSNR* for four cropped areas in SMPTE. The *W-PSNR* discriminates between each contrast area successfully and the series of lines (a \> d \> c \> b) are equal to the contrast values in Table **[1](#T1){ref-type="table"}**.

A weighed *MI* (*W-MI*) can also be produced using *MI* multiplied by the inverse mean gray value and contrast (*C*) of a cropped area. [Fig. (**[11](#F11){ref-type="fig"}**)](#F11){ref-type="fig"} shows the trends of each *W-MI* for four cropped areas in three medical images. The *W-MI* results are better than pure *MI* only. For CT contrasts, area (a) is higher on the top and (c) is lower on the bottom, (b) same with (d), as noted in Table II. For CT, [Fig. (**[11](#F11){ref-type="fig"}**)](#F11){ref-type="fig"} (CT) categorizes these contrast values better. For MR, areas (a), (c), (d) have the same contrast and (b) is lower on bottom, as seen in Table **[2](#T2){ref-type="table"}**. For MR, *W-MI* sorted these contrast values well. For CRX, contrasts in areas (a), (b), (c) are almost equal and (d) is lower on the bottom, as noted in Table **[2](#T2){ref-type="table"}**. In [Fig. (**[11](#F11){ref-type="fig"}**)](#F11){ref-type="fig"}, CRX, *W-MI* discriminated between these contrast values very well.

The *W-PSNR* and *W-MI* can discriminate between each contrast area corresponding to the image compression ratios and the series of lines are equal to the contrast values. However, the weighing results of *MI* on medical images are better than the weighing of *PSNR* (not shown here). More research with human vision is needed on this effect in the future. This phenomena may be used to index image denoising or enhancement in different contrast regions.

Conclusion
==========

This study measured the *PSNR* and *MI* to correspond to a previous human vision test in the discrimination of diverse contrast areas responding to lossy image compression. The *MI* measurement significantly complied with the human vision results in SMPTE electronic phantom but *PSNR* did not. The *MI* was also applied to the CRX image. Based on a previous paper, the average gray and contrast values were introduced to *PSNR* and *MI* as weighed *PSNR* and weighed *MI*. Both *W-PSNR* and *W-MI* showed that they can discriminate between each contrast area corresponding to image compression ratios and the series of lines are equal to the contrast values. *W-MI* can be used as an image quality index. More advanced research is needed on *W-PSNR* and *W-MI* in the future for application to image procession areas.
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![A SMPTE test pattern with three medical images from different modalities, a SMPTE (**a**), an abdominal CT (**b**), a MR head (**c**) and a CRX chest (**d**).](CMIR-14-64_F1){#F1}

![Four SMPTE show different cropped positions.](CMIR-14-64_F2){#F2}

![*PSNR* (up) and *MI* (down) *vs*. CR of cropped positions for SMPTE. Lines a, b, c, d correspond to [Fig. (**2a**, **b**, **c**, **d**)](#F2){ref-type="fig"}.](CMIR-14-64_F3){#F3}

![Four CT images show different cropped positions.](CMIR-14-64_F4){#F4}

![Four MR images show different cropped positions.](CMIR-14-64_F5){#F5}

![Four CRX images show different cropped positions.](CMIR-14-64_F6){#F6}

![*PSNR* (up) and *MI* (down) *vs*. CR of cropped positions for the CT image. Lines a, b, c, d correspond to [Fig. (**4a**, **b, c, d**)](#F4){ref-type="fig"}.](CMIR-14-64_F7){#F7}

![*PSNR* (up) and *MI* (down) *vs*. CR of cropped positions for the MR image. Lines a, b, c, d correspond to [Fig. (**[5a](#F5){ref-type="fig"}**, **[5b](#F5){ref-type="fig"}**, **[5](#F5){ref-type="fig"}c, d**)](#F5){ref-type="fig"}.](CMIR-14-64_F8){#F8}

![*PSNR* (up) and *MI* (down) *vs*. CR of cropped positions for the CRX image. Lines a, b, c, d correspond to [Fig. (**[6a](#F6){ref-type="fig"}**, **[6b, c, d](#F6){ref-type="fig"}**)](#F6){ref-type="fig"}.](CMIR-14-64_F9){#F9}

![The *W-PSNR vs*. CR of cropped positions for SMPTE. Lines a, b, c, d correspond to [Fig. (**[2a, b, c, d](#F2){ref-type="fig"}**)](#F2){ref-type="fig"}.](CMIR-14-64_F10){#F10}

![The *W-MI vs*. CR of cropped areas for CT, MR and CRX. Lines a, b, c, d correspond to each croping areas (a), (b), (c), (d) in [Figs. (**[4](#F4){ref-type="fig"}**](#F4){ref-type="fig"}**-**[**[6](#F6){ref-type="fig"}**](#F6){ref-type="fig"}).](CMIR-14-64_F11){#F11}

###### 

Contrasts (*C*) of SMPTE in selected areas.

  **Areas**   **a**   **b**   **c**   **d**
  ----------- ------- ------- ------- -------
  C           0.1     0.06    0.07    0.09

###### 

Contrasts (*C*) of medical images in selected areas.

  **Areas**   **a**   **b**   **c**   **d**
  ----------- ------- ------- ------- -------
  CT          0.34    0.18    0.08    0.19
  MR          0.99    0.56    0.93    0.95
  CRX         0.09    0.10    0.09    0.07
